The axial resolution of photoacoustic microscopy (PAM) can be enhanced by reducing the speed of sound within the imaging region of interest. This principle was demonstrated on a previously-reported PAM system, which utilized a 125 MHz ultrasonic transducer for signal detection and the Wiener deconvolution for signal processing. With sound slowed by silicone oil immersion, we have achieved a finest axial resolution of 5.8 µm for PAM, as validated by phantom experiments. The axial resolution was also enhanced in vivo when mouse ears injected with silicone oil were imaged. After injection of silicone oil, the blood vessels were resolved more clearly. When tissue-compatible low-speed liquids become available, this approach may find applications in PAM as well as in other imaging modalities, such as photoacoustic computed tomography and ultrasound imaging.
INTRODUCTION
Photoacoustic microscopy (PAM) is a three-dimensional (3D) imaging technology capable of imaging optical absorption of biomolecules with a relative sensitivity of 100% [1] . Label-free PAM has demonstrated broad biomedical applications by imaging hemoglobin, melanin, DNA & RNA in nuclei, cytochromes, lipids, bilirubin, etc. [2] [3] [4] [5] [6] [7] over an optical wavelength range from middle-UV to near-infrared. In typical PAM, the optical absorbers are irradiated by a laser pulse, and then the excited photoacoustic wave is detected by an ultrasonic transducer. In optical-resolution PAM, the lateral resolution is determined by the spot size of the optical focus, and the axial resolution is normally determined by the width of the temporal impulse response of the PAM system. While submicron lateral resolution has been achieved for PAM [8, 9] , the finest axial resolution still remains on the micron level [10, 11] , much poorer than the lateral resolution.
If the impulse response of the PAM system is assumed to have a Gaussian envelope, the axial resolution of PAM can be estimated as 0.88 c / B, where c is the speed of sound and B is the bandwidth of the PAM system. To enhance the axial resolution, broad bandwidth B has been realized by using a very broadband ultrasonic transducer [10] or optical resonance acoustic sensor [11] . However, the penetration depth of PAM decreases with the bandwidth because the acoustic attenuation increases with the frequency. On the other hand, optically-determined axial resolution can be achieved for PAM by using nonlinear optical effects [12] , such as in two-photon-absorption PAM [13] . Although promising, this technique is expected to have relatively low detection sensitivity, and its 3D image acquisition time is lengthened by the additional depth scanning.
For the first time, we propose to enhance the axial resolution of PAM by reducing the speed of sound c. If we consider two objects separated by a given spatial distance, the time interval between the two objects is inversely proportional to the speed of sound between them. Since an ultrasonic transducer detects the time-resolved signal, reducing the speed of sound would shorten the smallest resolvable distance between objects. Note that here the time interval is determined by the speed of sound of the medium between them, while the speed of sound of the medium between the objects and the ultrasonic transducer determines the "time delay" of both signals from the two objects. Therefore, in our method, we aim to reduce the speed of sound inside the imaging region of interest instead of in the surrounding coupling medium (typically water or ultrasonic gel).
To reduce the speed of sound inside the imaging region of interest, we can either immerse the sample in a liquid that has a relatively low speed of sound, or inject the liquid into the sample. With a lower speed of sound, the immersion liquid is expected to have a different acoustic impedance Z (= ρc, where ρ is the density) from that of the surrounding medium. The acoustic wave will be reflected at the interface in the case of acoustic impedance mismatch. Hence, the acoustic impedance mismatch will decrease the detected signal amplitude and generate reverberation. In most biomedical applications of PAM, the acoustic impedances of the imaged soft tissues and the coupling water are about 1.6 MRayl and 1.5 MRayl, respectively, while the speeds of sound are approximately 1.5×10 3 m/s.
To demonstrate the principle of our method, here we choose silicone oil (85421, Sigma-Aldrich) as the immersion liquid, whose speed of sound is about 1.1×10 3 m/s and acoustic impedance is about 1.1 MRayl. With silicone oil immersion, we can estimate that the axial resolution will be enhanced by ~1.4 times. The acoustic impedance mismatch introduced by silicone oil is relatively low, as the amplitude reflection coefficient between the silicone oil and water is 0.16. Moreover, silicone oil is non-toxic and has been used in medical applications, such as in eye injection for managing complicated retinal detachments [14, 15] and in soft tissue injection for tissue augmentation [16, 17] . Therefore, silicone oil is a relatively simple and safe choice for injection into biological tissues to reduce the speed of sound.
MATERIALS AND METHODS
The experimental PAM system is shown in Fig. 1 [18] . Laser pulses were generated by a tunable OPO laser (NT242-SH, Ekspla) with 5 ns pulse width, 1 KHz pulse repetition rate, and 532 nm wavelength. The laser pulses were spatially filtered by a 50 µm pinhole and then focused by a 0.32 NA objective, providing ~0.8 µm lateral resolution. Photoacoustic waves were excited by the focused laser pulse irradiating the sample. The imaging region of interest of the sample was immersed in silicone oil. The photoacoustic waves were detected by an ultrasonic transducer (125 MHz central frequency, 100 MHz bandwidth; V2062, Olympus NDT), which was immersed in water for coupling. The photoacoustic signals were amplified and digitized at 1 GS/s (PCI-5152, National Instruments). The sample was mounted on a scanning stage (PLS-85, MICOS). Both the laser and the scanning stage were triggered by a homemade controller, and the data acquisition card was triggered by the laser output for synchronization. Each time-resolved photoacoustic signal was converted to a 1D depth-resolved image by the Wiener deconvolution method, and the sample was mechanically scanned in 2D to generate a 3D image. 
RESULTS AND DISCUSSION
We designed an experiment to quantitatively measure the axial resolution of the PAM system. Shown in Fig. 2(a) , the sample to be imaged consists of two layers of red ink, the upper one on polymethylpentene (TPX) plastic and the lower one on a glass slide. The two layers were placed in a wedge shape, providing continuously variable distance between the two layers. The top layer was smeared on the TPX plastic because the acoustic impedance of TPX is close to that of water. The gap between the two layers was filled with either water or silicone oil for comparison, and the space between the two layers and the ultrasonic transducer was filled with water for coupling. B-scan images of the water-filled sample and the silicone-oil-filled sample are shown in Figs. 2(b) and 2(c) , respectively. In both images, the vertical direction is plotted in the units of time. It can be seen that the bottom layer of ink, which was placed horizontally, appears oblique in Fig. 2(c) . The reason is that as the thickness of the silicone oil in the gap increases, the photoacoustic signal from the bottom layer takes longer to travel to the ultrasonic transducer due to the slower speed of sound in silicone oil than in water. For the same reason, the two layers can be separated more clearly. The axial resolution is defined as the distance with 6 dB contrast-to-noise ratio (CNR). It can be calculated that the axial resolution of the PAM system is 7.8 µm with water immersion, and is 5.8 µm with silicone oil immersion. Figures 2(d) and 2(e) show the profiles across the B-scan images with water and silicone oil immersion, respectively, where the axial resolution is defined with 6 dB CNR. 
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We used the high-axial-resolution PAM system to image melanoma cells ex vivo. The cells were seeded onto a slide at a density of 30 cells per mm -2 and fixed by formalin. The PAM image of a melanoma cell is rendered in 3D as a video (Video 3). The bright dots in the PAM images are melanosomes, the organelles containing melanin. The 3D structure of the cell was resolved in both lateral and axial directions. Note that here PAM generates a 3D image without depth scanning, which, however, is required in confocal microscopy and two photon microscopy. It is possible to further improve the axial resolution, at the cost of detection sensitivity, by using an immersion liquid with a lower speed of sound, such as fluorosilicone oil (7.6×10 2 m/s) or tallow (3.9×10 2 m/s). Theoretically, tallow can help achieve an axial resolution of 2.0 µm for non-biological samples. For biomedical applications, we will seek more low-speed biocompatible immersion liquids. 
CONCLUSIONS
We have demonstrated that the axial resolution of PAM can be enhanced by using an immersion liquid to reduce the speed of sound. With silicone oil immersion, we achieved a finest axial resolution of 5.8 µm. We also improved the axial resolution in imaging mouse ears in vivo after silicone oil injection. Our method can potentially be applied to cell imaging [19, 20] and be used in other imaging modalities, such as photoacoustic computed tomography and ultrasound imaging.
